Efficiency Improvement of Wireless Power Transmission for Bio-Implanted Devices

Saad Mutashar, M. A. Hannan, S. A. Samad, A. Hussain

Abstract—This paper deals with the modified wireless power transmission system for biomedical implanted devices. The system consists of efficient class-E power amplifier and inductive power links based on spiral circular transmitter and receiver coils. The model of the class-E power amplifier operated with 13.56 MHz is designed, discussed and analyzed in which it is achieved 87.2% of efficiency. The inductive coupling method is used to achieve link efficiency up to 73% depending on the electronic remote system resistance. The improved system powered with 3.3 DC supply and the voltage across the transmitter side is 40 V whereas, cross the receiver side is 12 V which is rectified to meet the implanted micro-system circuit requirements. The system designed and simulated by NI MULTISIM 11.02.

Keywords—Wireless Transmission, inductive coupling, implanted devices, class-E power amplifier, coils design.

I. INTRODUCTION

The powering method of the implanted biomedical devices is the major issue in the designing. In recent decades, a couple of weirs penetrates tissue is used to power the implanted devices, and these cases skin infections and hazard. Implanted batteries were used instead of weirs; the limited time-life of the battery. Make surgical interference to replace it from time to time faces the patient's life at risk [1]. Nowadays, the inductive coupling method is the major method used to power the implanted devices [2]. For example, the implanted cochlear for deaf people [3], retinal implant for blind people [4], and implanted micro-system used to stimulate and monitoring nerves and muscle activities [5].

A substitute is inductive links, which are coupled coils form an air core transformer [6]-[9]. As diagrammed in Fig. 1, an inductive link consists of two parts of electronics. Those located on the external or physically connected from the subjects are referred as primary side electronics or (external part), e.g., External battery, power transmitter, etc. Those located under the layers of biological tissue (implanted remote electronics) or along with the subjects (wearable electronics) are referred as secondary electronics or (internal part), the internal part powered inductively from the external part and consists of rectifier, power recovery circuits such as regulators, and power management units. Power-transmission efficiency and system smallness are major design specifications to evaluate a power link. Given application related constraints, these specifications are inherently correlated and a careful trade-off analysis is required to achieve an optimal performance. One of the main disadvantages of the inductive coupling method is the weak coupling, and to overcome this problem, the power amplifier elements and parasitic elements of the inductive coupling link should be carefully calculated.

In this paper, 13.56 MHz has been chosen as the carrier frequency, which is in the ISM band range to avoid the tissue damage. The efficient class-E power amplifier is designed, analyzed and simulated to achieve 87.2% of efficiency. The proposed inductive coupling link was simulated to achieve power link efficiency up to 73%. This structure may be suitable to use for implanted micro-system.

Fig. 1 Inductive power transmission block

II. CLASS-E POWER AMPLIFIER METHOD

Class-E power amplifiers, are an interesting compromise between a linear class-A, non-linear class-B power amplifiers and a switched power amplifiers. In general, class-E amplifier is widely used in implantable devices, and it is a more suitable power amplifier as an element driver for transmitter coil because of its high efficiency about 90-95% and produces a stable sinusoidal signal to drive the inductive link [10]. And when used as a modulator it eliminates the used for a mixer and this minimized the power consumption and overall size. Fig. 2 shows the simple class-E amplifier. Class-E consists of an inductor choke (Lch) to reduce ripples and provide a constant current from the power supply VDD in additional has no series resistance. Class-E power amplifier structure is simple and sue single pole MOSFET transistor switch with a shunt capacitor C2 used to remove harmonics and ensure zero-voltage switching of the non-ideal MOSFET switch. This capacitor connected in parallel with a series load network RLC
that is tuned to a certain frequency 13.56 MHz to achieve a constant current from the supply source and converts the digital input signal into a stable sinusoidal output with zero DC offset. The MOSFET transistor is used as a switch and driven by a periodic pulse, which is represented as a series of positive and negative step inputs.

The inductive coupling link \( L_1 \) will be used as a physical coil transmitter to transfer power to the implanted device through a magnetic coupling field [11]. The high efficiency of the class-E can be achieved by reducing the transistor switching losses. The transistor MOSFET turned ON when the drain voltage has come back to zero, reducing the turn ON loss zero voltage switching. The drain voltage is also raised from zero at the time of turning ON, which allows for slight returning without losing in the efficiency. The two states of the power amplifier are shown in Fig. 3, which explains the status waveforms of the voltage and the current in switching time. This activity of fast switching reduces the power consumption of the system and offers a stable sinusoidal wave to the inductive link with above 87.2% of efficiency.

![Image](https://example.com/image.png)

**Fig. 2** Class-E power amplifier and inductive link blocks

![Image](https://example.com/image.png)

**Fig. 3** Waveforms of the voltage and current switch conditions

III. **MODEL DESIGN FOR CLASS-E AMPLIFIER AT 13.56 MHz**

To design optimum class-E power amplifier, many factors should be considered. The components such as \( L_{ch}, C_1, C_2, L_1 \) and the switch transistor CMOS should be chosen to achieve high speed of switching hence, the transistor (2N7000 MOSFET) is chosen to be use in our design due to its fast switching. As shown in Fig. 3, the power transmission system operated with 13.56 MHz and powered with 3.3 DC V, the system consists of two parts, the first part is the class-e amplifier. The duty cycle is 50%, and is turned on time \( (2n+1) \pi \). \( L_{ch} \) is the DC current across \( L_{ch} \) where "i" represent the current in the resonant tank and is expressed as

\[
l_1 = l_1 \sin ((\omega t + \Phi))
\]

where

\[
\Phi = -32.5^\circ
\]

Then

\[
\frac{l_1}{l_{ch}} = \left( \frac{n^2}{4} + 1 \right)^{\frac{1}{2}}
\]

And the peak voltage across the CMOS switch \( (V_{\text{peak}}) \) appear when \( d_{w2} (t) / dt = 0 \), where \( V_{\text{peak}} \approx -2\pi \Phi v_{ch} \)

The values of the components calculated as follows:

\[
C_2 = \frac{1}{\omega_0 R_1 \left( \frac{L_1^{2}}{C_2} + 1 \right)^{\frac{1}{2}}} = \frac{1}{\omega_0 (5.447 R_1)}
\]

\[
L_1 = \frac{Q}{\omega_0}
\]

\[
C_1 = C_2 \left[ \frac{5.447}{Q} \right] \left[ 1 + \frac{1.42}{Q - 2.08} \right]
\]

In the inductive coupling power, the resistor is very small and depending of the coils, secondary coil load and coupling link [12]. Therefore, in our work the chosen operated frequency is 13.56 MHz and the resistor \( R_s = 2.2 \Omega \). For maximum efficiency we must chose the maximum quality factor (Q) must be reliable with the required bandwidth, and taking into account that a high Q-factor of the inductive coil should make the output as close to an ideal sinusoidal as possible, and the very high Q factor reduces the effective bandwidth of the system [13]. Therefore, the choice of the parameter Q factor must be sensible according to (3).

\[
Q \leq \frac{\omega_0 L_1}{R}
\]
IV. INDUCTIVE POWER LINK

Currently, the inductive coupling link methods are widely used in biomedical applications, and because of weak coupling, this method still in constant evolution to overcome coupling weakness. In this paper, the inductive links based on circular coils was proposed to achieve link efficiency up to 73%. Fig. 2 illustrates the inductive power link with transmitted and received inductors \(L_1\) and \(L_2\), which tuned at the same resonant frequency. The resistors \(R_1\) and \(R_2\) are the equivalent series resistance (ESR) of inductor \(L_1\) and \(L_2\). \(R_{\text{load}}\) represents equivalent AC load resistance, which is half of its DC counterpart. \(C_3\) is a summation of parasitic capacity and parallel capacity of the primary side. The coupling coefficient \(K\) value between transmitting and receiving coil is 0.087, which calculated from coil optimization design for our previous work [14]. The total power efficiency \(\eta_{12}\) is the multiplication of the secondary part efficiency \(\eta_1\) and primary coil. \(Q_1\) and \(Q_2\) are the quality factors of external and internal coils, respectively as given in (6);

\[
Q_1 = \frac{\omega_0 L_1}{R_1} \quad \text{and} \quad Q_2 = \frac{\omega_0 L_2}{R_2}
\]

We have been omitted and only the final equations of the total efficiency as given in (7).

\[
\eta_{\text{link}} = \eta_1 \cdot \eta_2 = \frac{K^2 Q_1 Q_2 R_{\text{load}}}{(K^2 Q_1 Q_2 R_{\text{load}} + K^2 Q_1 Q_2 R_{\text{load}} + K^2 Q_1 Q_2 R_{\text{load}} + K^2 Q_1 Q_2 R_{\text{load}} + K^2 Q_1 Q_2 R_{\text{load}} + K^2 Q_1 Q_2 R_{\text{load}})}
\]

The load resistance \(R_{\text{load}} \geq 2\omega L_2\) hence, we assumed that, \(R_{\text{load}}\) is between 200 \(\Omega\) to 400 \(\Omega\) depending on implanted electronic remote resistance. The power link efficiency calculated using Matlab is up to 73%, the voltage on the primary coil is 40 V and on secondary coil is 12 V, then this voltage rectified to 4 V which meet the implanted micro-system requirements.

V. RESULTS AND DISCUSSIONS

The wireless power transmission consists of two parts, power amplifier and inductive coupling and plays an important role in reducing the implanted devices power consumption. Therefore, both parts should be carefully design. The first part is the class-E power amplifier, which is widely used in biomedical applications due to its simplest and high efficiency. The high class-E efficiency can achieve by reducing the transistor (switching) loss. To overcome this problem, the class-E elements must be chosen and carefully calculated. The CMOS transistor was chosen due to its fast switching, the values of the components \(C_2\), \(C_1\) and \(L_1\) are calculated to satisfy the transistor switching. Simulation and results in Fig. 4 shows the Drain-Source voltage \((V_{DS} = 0)\) when the switch is an active state (1) and vice-versa. This model has an efficiency 87.2% and offers very stable sinusoidal signal to drive the inductive link where the voltage indicated on the transmitter conductor \(L_1\) is 40 V as shown in Fig. 5.

The second part is the inductive coupling. One of the main inductive coupling disadvantages is the weak coupling. To overcome this disadvantage, the inductors shape and size should be considered. These inductors act as a transmitter and receiver. The inductor geometric given in our work [14] is used in this work, and according to the coils radius the coupling coefficient is \((K = 0.087)\). Both coils tuned at the same resonance frequency 13.56 MHz as shown in Fig. 6. The voltage on the transmitter side is 40 V, and the voltage at the receiver is 12 V as shown in Fig. 7, the 12 V is rectified to 4 V to meet the implanted micro-system requirements. Assuming that, \(R_{\text{load}}\) is between 200 \(\Omega\) to 400 \(\Omega\) which presents the implanted electronic remote resistance, and the coupling coefficient (0.01 to 0.1). Inserting the values in (8), the power link efficiency calculated using Matlab is up to 73% as shown in Fig. 8.

The wireless power transmission consists of two parts, power amplifier and inductive coupling and plays an important role in reducing the implanted devices power consumption. Therefore, both parts should be carefully design. The first part is the class-E power amplifier, which is widely used in biomedical applications due to its simplest and high efficiency. The high class-E efficiency can achieve by reducing the transistor (switching) loss. To overcome this problem, the class-E elements must be chosen and carefully calculated. The CMOS transistor was chosen due to its fast switching, the values of the components \(C_2\), \(C_1\) and \(L_1\) are calculated to satisfy the transistor switching. Simulation and results in Fig. 4 shows the Drain-Source voltage \((V_{DS} = 0)\) when the switch is an active state (1) and vice-versa. This model has an efficiency 87.2% and offers very stable sinusoidal signal to drive the inductive link where the voltage indicated on the transmitter conductor \(L_1\) is 40 V as shown in Fig. 5.

The second part is the inductive coupling. One of the main inductive coupling disadvantages is the weak coupling. To overcome this disadvantage, the inductors shape and size should be considered. These inductors act as a transmitter and receiver. The inductor geometric given in our work [14] is used in this work, and according to the coils radius the coupling coefficient is \((K = 0.087)\). Both coils tuned at the same resonance frequency 13.56 MHz as shown in Fig. 6. The voltage on the transmitter side is 40 V, and the voltage at the receiver is 12 V as shown in Fig. 7, the 12 V is rectified to 4 V to meet the implanted micro-system requirements. Assuming that, \(R_{\text{load}}\) is between 200 \(\Omega\) to 400 \(\Omega\) which presents the implanted electronic remote resistance, and the coupling coefficient (0.01 to 0.1). Inserting the values in (8), the power link efficiency calculated using Matlab is up to 73% as shown in Fig. 8.
VI. CONCLUSION

This paper developed an improvement of wireless power transmission system used to power the bio-implanted devices. The system designed and simulated by NI-MULTISIM 11.02 software and consists of two parts, class-E power amplifier and inductive coupling link. The power amplifier efficiency is 87.2%, powered with 3.3 DC V, and operated frequency 13.56 MHz to produce a stable sinusoidal signal to drive the inductive coupling link based on spiral circular coils. The voltage indicated on the transmitter coil is 40 V and on the receiver coil is 12 V. The voltage on the receiver side rectified to 4 V to meet the bio-implanted micro system. The power link efficiency is 73%.

REFERENCES